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PART III 
Health Services Department 


TENDER NOTICE 


No. C4 /3171/ 11. 


19th December 2011. 


Sealed competative tenders are in the prescribed form from authorized firm for the Calibration of Biomedical 
equipments of Government Women & Children Hospital, Kozhikode . 


Cost of tender forms: 


Original — º 400 + 4 % VAT + 1 % Cess. 


Duplicate — “ 200 + 4 % VAT + 1 % Cess. 


Earnest Money Deposit — 2.5 % of the quoted amount. 


Date and time of sale of tender forms— 19 -1 -2012 to 21 -1 -2012 , 10 .15 a. m . to 1 p. m . 


Last date and time of receipt of tender — 23 -1 -2012, 11 a. m . 


Date and time for opening of tender — 23 - 1- 2012 at 2 p.m . 


Further details will be available from the office during working hours . 


17th Jan . 2012 ] 


HEALTH SERVICES DEPARTMENT 


ANNEXURE A 


Qty. 


SI.No. 


Equipment 


Department/ 
Location 


Electrical 
Safety Test 


Performance 

Test/ 
Calibration 


Working 


1 


Anesthesia Ventilator 


Operation Theatre 


Yes 


Yes 


2 


Autoclave -Horizontal 


CSSD 


Yes 


Yes 


3 


Autoclave- Vertical 


CSSD 


No 


Yes 


4 


Centrifuge 


Yes 


Laboratory / 
Blood Bank / Sneha 


Operation Theatre 


Yes 


No 


5 
6 


Diathermy Surgical 
Infusion Pump 


NBICU 


Yes 


Yes 


7 


Foetal Monitor 


Labour Room 


Yes 


Yes 


8 


Hot Air Oven 


Blood Bank /Lab 


No 


Yes 


9 


Cardiac Monitor 


HDU /Casualty 


Yes 


Yes 


10 


Incubator-Lab 


Blood Bank/Lab 


No 


Yes 


11 


Operation Theatre/HDU 


Yes 


Yes 


12 


Multiparameter Monitor 
Phototherapy Unit (Double Surface) 
Pulse Oxymeter 


NBICU 


Yes 


Yes 


13 


NBICU /OT 


Yes 


Yes 


14 


Sphygomanometer 


O . T./Labour 
Room / Casualty / 
Blood Bank /Wards 


No 


Yes 


Lab 


Yes 


15 
16 
17 


Micropippette (Fixed ) 
Micropippette (Variable ) 
VDRL Shaker 


Lab /Sneha/BB 


Yes 


Lab 


Yes 


18 


Warmer-Radiant (Infant ) 


Labour Room /NBICU 


Yes 


Yes 


Labour Room 


Ves 


19 
20 
21 


Weighing Machine- Analog 
Weighing Machine- Electronic 


NBICU 


Yes 


Refrigerator 


Store/BB Sneha/LR / 
Pharmacy /OT /Ward 


22 


Blood Bank Refrigerator 


Blood Bank 


NO 


Yes 


23 


Ice Lined Refrigerator 


Blood Bank 


Yes 


Water Bath 


Blood Bank /Lab 


No 


Yes 


Defibrillator with Cardiac Monitor 


ОТ 


Yes 


Yes 


ECG Machine 


ОТ 


Yes 


Ves 


27 


Radiology 


Yes 


No 


Ultrasound Color Doppler 
Thermometer (Laboratory) 
Thermometer (Clinical ) 


28 
29 


BB /Lab /OT/LR 


OT/Labour Room / 
Casualty /Wards 


30 


Flowmeter (Oxygen ) 


No 


Yes 


17th JAN . 2012] 


HEALTH SERVICES DEPARTMENT 


TERMS AND CONDITIONS 
1. The tenderer (LAB ) should have either NABL accreditation or should have valid traceability to the National 

Standards ( NPL ). 
2. The rates quoted shall be including all the taxes and duties, expenditure towards transportation , food 

accommodation for team members and related expenses. 
3. The equipments shall be calibrated and tested on site at Government Women & Children Hospital, Kozhikode. 
4 . The equipment to be calibrated and tested shall be as per Annexure A . 

5. The firm shall raise invoice after calibration . 
- 6. All the equipments shall be calibrated within one month s time from the date of work order. 

7. Individual calibration report shall be provided for all the equipments . 
8 . Bidders shall have 3 years experience in calibration / safety test of biomedical equipments. Documentary evidence 

like copy of the company registration certificate and client certificate or work order should be submitted with 

the bid . 
9. Bidders should have experience in calibrating biomedical equipments to at least one NABH accredited 

institutions . Documentary evidence like copy of work order should be submitted with this. 
| 10. An agreement in Stamp Paper worth - 100 should be produced along with tender. The Earnest Money Deposit 

should be produced along with the tender by way of Demand Draft. 


ne 1 


Government W & C Hospital, 
Kozhikode . 


( Sd.) 
Superintendent. 


TENDER NOTICE 


No. S3 /9577/2011. 


- 30th December 2011 . 


Sealed tenders in the prescribed forms are invited for 
the following item to Government Medical College 
Hospital, Calicut- 8 . Entering into CAMC for 02 and N20 
Pipeline systems in Major Operation Theatre , Casualty 
Theatre and Cardiothoracic Theatre and 22 Nos. of 
Boyles Anesthesia Machines . 


കോഴി ക്കോട് ഗവൺമെന്റ് മെഡിക്കൽ കോളേജ് 
ആശുപ്രതിയിലേക്ക് താഴെ പറയുന്നവയ്ക്ക് സി . എ . എം . സി. 
കരാർ ചെയ്യുന്നതിന് നിശ്ചിത ഫോറത്തിൽ സീൽ ചെയ്ത 
ടെണ്ടറുകൾ ക്ഷണിച്ചുകൊള്ളുന്നു . 

പ്രവൃത്തിയുടെ വിവരം - പ്രധാന ഓപ്പറേഷൻ തിയേറ്റർ, 
കാഷ്വാലിറ്റി ഓപ്പറേഷൻ തിയേറ്റർ, തൊറാസിക് ഓപ്പറേഷൻ 
തിയേറ്റർ എന്നിവിടങ്ങളിലെ 02 , N20 പൈപ്പ് ലൈൻ സിസ്റ്റം 
22 ബോയിൽസ് അന സത്യേഷ്യ മെഷീൻ എന്നിവയുടെ 
സി. എ . എം. സി. എടുക്കുന്നതിന്. 

ടെണ്ടർ അയയ്ക്കുന്ന കവറിനുമുകളിൽ ടെണ്ടർ നമ്പർ 
എസ്3/ 9577/ 2011, തീയതി 30 -12 -2011 എന്ന് കാണിച്ചിരിക്കണം. 
- ടെണ്ടർ ഫോറത്തിന്റെ വില (ടാക് സ് അടക്കം) 


Superscription Tender Number should be specifically 
noted as S3 /9577/2011. 


- 450 . 


Price of tender ( in duplicate ) ST (cash only /Money 
Order) - 450 . 


ടെണ്ടർ ഫോറം വിൽക്കുന്ന അവസാന തീയതിയും 
സമയവും- 28 - 1- 2012 ഉച്ചയ്ക്കുശേഷം 3 മണി. 


Date and time of close of sale of tender form 
28-1 - 2012 at 3 p. m . 


- ടെണ്ട ർ ഫോറം കിട്ടേണ്ട അവസാന തീയതിയും 
സമയവും- 30 - 1- 2012 വൈകുന്നേരം 5 മണി. 


| Date and time of receipt of tender - 30 - 1 - 2012 
at 5 p . m . 


- ടെണ്ടർ തുറക്കുന്ന തീയതിയും സമയവും - 31 - 1- 2012 
ഉച്ചക്ക് 12 മണി. 

- ടെണ്ടറിൽ പറയുന്ന നിരക്കുകൾ പ്രാബല്യത്തിലിരിക്കേണ്ട 
തീയതി - 3 - 2 - 2013. 


| Date and time of opening of tender - 31 - 1- 2012 
at 12 Noon . 


Date up to which rates are to be firms — 3 -2 - 2013. 


- ടെണ്ടർ ഫോറം കിട്ടുന്നതിനും പൂരിപ്പിച്ച് അയയ്ക്കേണ്ട 
തു മായ മേൽവിലാസം - സൂപ്രണ്ട്, മെഡിക്കൽ കോളേജ് 
ആശുപത്രി, കോഴിക്കോട്. 


Address of officer from whom tender forms are to be 
obtained and whom tenders are to be sent — The 
Superintendent, Medical College Hospital , Kozhikode- 8 . 


Medical College Hospital, 
Calicut-8. 


(Sd.) 
Superintendent. 


